[Use of plasma surgical devices for hemostasis during operations on the liver and spleen].
A comparative analysis of the efficiency of coagulation of the wound surfaces of the liver and spleen by plasma jet of argon, neon and helium was made. The coagulation rate was shown to increase with the elevation of temperature and power of the plasma jet. Results of the experimental studies have shown that using argon is most expedient for achieving reliable and rapid hemostasis.